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INTRODUCTION 
In the context of robotic assistance to medical gestures, 
we propose solutions to stabilize the ultrasound (US) 
image by actively compensating for the physiological 
motions of the patient. The considered applications are 
for instance the assistance for diagnoses or hepatic 
tumor biopsies where the liver and the tumors mainly 
undergo the respiratory motion. Other clinic 
applications, such as prostate cancer brachytherapy have 
been identified in [1] that could benefit from such 
robotic image stabilization. 
The per-operative image provided by the US probe and 
the contact force applied to the probe are used to control 
the six degrees of freedom (dof) of the robot. To deal 
with the low quality of the US images, we propose to 
use the intensity of the image as visual features in a 
visual servoing control loop [2][3]. This vision control 
is associated with a force control to ensure a constant 
force applied to the probe. Finally, a predictive 
controller is implemented in the control law to take 
advantage of the repetitiveness of the physiological 
motions. We present first ex-vivo robotic results on 
animal tissues where we compensate for the 3D motions 
using successively 2D and 3D probes.  
 
MATERIALS AND METHODS 
2D and 3D intensity-based visual servoing  
In order to avoid time-consuming and difficult US 
image processing step, we implement an intensity-based 
visual servoing to control the motions of the probe. This 
approach is applied first with a classical 2-5 MHz 2D 
probe (Sonosite, C60) with a frame rate of 25Hz and 
then with a 3D motorized one (Ultrasonix, 4DC7) that 
provides 5vol/s. 
With a 2D probe, the visual features vector is built with 
the intensity values of the pixels of a region of interest 
(ROI) of the US image. The interaction matrix Ls that 
links the variation of these image features to the motion 
of the probe is modeled in [2] and used in an image-
based visual servoing control law. This interaction 
matrix is computed from the 3D image gradient that is 
estimated once at the initial pose of the probe, without 
being updated during the tracking task. 
In the 3D case [3], a 3D deformable grid, containing a 
set of control points, is attached to the US volume and 
the intensity-based approach is applied to estimate the 
control points displacement between the successive 
volume acquired by the 3D probe. From the 
displacement of these points, a thin-plate spline model 
is considered to compute the deformation of the grid 
that corresponds to the non-rigid motion of the target. A 
rigid transformation is finally extracted from this 
motion model and used to control the robot by position-
based visual servoing. 
Vision/force control 
For guaranteeing that a constant force is applied by the 
probe to the skin during the tracking task, we implement 
an hybrid vision/force control based on an external 
control loop approach. In the meantime, it also improves 
the safety of the task. The force control is used to servo 
the normal translation motion of the probe while the 
five remaining dof are controlled by the vision.  
Predictive controller 
In the classic visual servoing control law, the controller 
does not take advantage of some knowledge on the 
disturbance model and more particularly of its 
periodicity. In this work, we implement in the control 
loop a repetitive predictive controller (R-GPC) in order 
to anticipate the effect of the disturbance [4] . 
RESULTS 
The first ex-vivo robotic results on real tissues with the 
US intensity-based visual servoing are presented here. 
For this validation, a chicken stuffed with pig liver and 
kidneys and immersed in a water tank to avoid air gaps 
inside its body is carried by a 6 dof robot. A 3D periodic 
motion composed of combined rotations and 
translations is applied to this phantom. The tracking task 
is performed successively with a 2D and a 3D US 
probe, mounted on a six dof anthropomorphic robotic 
arm, which is also equipped with a force sensor. The 
experimental setup is presented in Fig. 1. Two optical 
markers are fixed on the probe and on the phantom and 
provide the relative pose of both elements thanks to an 
EasyTrack system. This relative pose is only used as a 
ground truth to validate the tracking task. 
The robotic arm is manually positioned above the 
phantom and the force control is applied with a desired 
force of 3N to put the probe in contact with the chicken 
surface. 
      
Fig. 1 Robotic setup (left) with the animal phantom (right). 
A desired ROI is then delineated in the US image and a 
small back and forth motion is automatically realized to 
acquire parallel images around the desired image and 
compute the interaction matrix involved in the control 
law. A 3D periodic motion along all translations and 
one rotation (around the probe axis) is applied to the 
phantom. The disturbance has a period of 8s and 
generates amplitudes of motion of 18mm and 8mm 
along horizontal axes and 10mm along the vertical axis 
with a rotation of the phantom of 4deg. 
The results of one tracking task with the 2D probe are 
displayed in Fig. 2. The ROI is initialized in the first US 
image (a) and the visual control is launched. The 
disturbance motion is applied at t=20s, then at t=160s 
the compensation is stopped. To visually validate the 
task, a visual error is defined as the Euclidean norm of 
this visual vector and is displayed on the curve (b). 
After one period of disturbance (at t=28s), this error is 
significantly reduced thanks to the predictive effect of 
the R-GPC. The curve (c) shows the respect of the force 
reference throughout the tracking task. Finally the curve 
(d), obtained thanks to the EasyTrack system, validate 
the robotic task in terms of pose since the relative pose 
of the probe with respect to the phantom is maintained 
constant during the tracking (t<160s). 
 (a)                                             (b) 
 
 
 
 
 
 
                                           (c)                                              (d) 
Fig. 2 Ex-vivo results : compensation with a 2D probe. 
Experiments were also performed with the 3D probe. In 
this case, no initialization step is required to compute 
the image gradient and the visual servoing is launched 
(at t=60s) while a sinusoidal disturbance, of 12.5s of 
period, occurs. The results of one tracking task are 
presented in Fig. 3. A 3D grid of 3!3!3 control points 
is defined in the first US volume provided by the 3D 
probe (a) to track the motion in successive volumes (see 
[3]). The central plane of the US volume is shown in 
(b). The force control ensures a contact force of 3N 
during the whole robotic task (c) and the EasyTrack 
system gives a validation of the accuracy of the tracking 
in terms of pose (d). 
(a)  (b) 
 
 
 
 
 
 
                                           (c)                                              (d) 
Fig. 3 Ex-vivo results : compensation with a 3D probe. 
DISCUSSION 
We have presented the first ex-vivo results of actively 
compensated periodic motions with a robot controlled 
along five directions with an intensity-based visual 
servoing and along one direction with force. These 
results show the asset of the approach that does not 
require features extraction or segmentation of the image 
and is therefore well adapted for dealing with any kind 
of anatomic images. With a 2D probe, a frame rate of 
25Hz is reached but an initialization step is required 
before applying the tracking. The 3D probe, on the other 
hand, can be used to avoid this step, but the volume rate 
of 5Hz limits the dynamics of the tracking. In both 
cases, the vision control has been coupled with a force 
control running at 1kHz to ensure the contact of the 
probe. 
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